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« IEC 60601-1-2, Medical electrical equipment-Part 1-2:General

requirements for basic safety and essential performance—-Collateral
standard: Electromagnetic compatibility —Requirements and tests
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+ IS0 13485, Medical devices—Quality management systems — Requirements
for regulatory purposes
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+ IEC 62304, Medical device software — Software life cycle processes
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